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Projection data from three point sources were simulated for a single pinhole collimator with magnification and single pinhole and slit-slat collimators with minification, for 100 noise realizations and 3 count levels. Model-based calibration was performed to estimate geometric parameters and data corresponding to a Derenzo phantom were simulated and reconstructed with true and worst-case estimates for each collimator. Experimental projection data were acquired with an INSERT prototype camera and four 99m Tc line sources in different locations within the FoV. The collimator-CoR distance was varied in order to obtain different minifications and model-based calibration was performed.
The results from the simulations suggest that calibration is less robust when minification is present, with higher biased calibration parameters, which result in activity underestimation. For experimental data, estimated parameters improved with a higher magnification factor, in line with the simulation results. However, some inconsistencies in the results suggest that there is still room for improvements.
To conclude, geometric calibration of SPECT systems is more sensitive to minification than magnification, which will impact image quality.
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I. INTRODUCTION
P RECISE geometric calibration of SPECT cameras is essential to obtain a good reconstructed image [1] . Calibration can be achieved by measuring directly the system matrix, scanning a point source through the whole field of view (FoV), with enough counts to obtain the point spread function (PSF) for each aperture of the collimator [2] . Variations of this method include measuring the PSF in a limited number of points that samples the FoV and interpolating for the remaining positions [3] , [4] . These methods are highly accurate and well-suited for stationary systems. However, the duration of the scanning process and the need for sophisticated positioning The alternative method is to model the system matrix as a function of geometric parameters. It has been shown that a pinhole aperture can be fully described by seven parameters [5] , and that geometric calibration can be achieved by minimizing the square distances between estimated and measured projections of at least three non-collinear point sources. This method is well suited for standard pinhole SPECT cameras that benefit from the magnification of a small FoV [6] .
With the latest advances in detector technology and the need for compact systems -e.g. the INSERT SPECT/MRI system [7] , [8] , small cameras can be used to image large FoVs, trading off minification with high intrinsic resolution to achieve a system resolution similar to that of a standard SPECT system. However, with minification, precise measurement in the projection space, required for calibration purposes, may be compromised. The objective of this study is to investigate the impact of the magnification factor in a model-based calibration procedure, which has direct relevance to the geometrical calibration of the clinical INSERT camera.
II. MATERIALS AND METHODS

A. Simulations
Seven calibration parameters (Table I) were defined for a single pinhole collimator with magnification factor M of 4 and 0.25 (PH mag and PH min ). The detector size, FoV and intrinsic resolution were matched accordingly: 20 cm, 5 cm and 3 mm for the magnification case, and 5 cm, 20 cm and 1 mm for the minification case. Simulated data were generated from ideal projections of three non-collinear point sources, blurred according to the system resolution and the parallax effects. Data were then scaled for different count levels and Poisson noise added. This procedure was repeated for 100 noise realizations and three count levels: 10 3 , 10 5 and 10 7 . The geometric calibration parameters were estimated using a constrained nonlinear optimization algorithm in Matlab (The Mathworks, Inc., Natick, MA, USA), that minimises the sum of the square distances between true and simulated projection data from the three point sources [5] . Bias and standard deviation (SD) of the parameter estimates were obtained for each calibration parameter.
For a slit-slat collimator, the calibration problem in the transaxial direction is similar to that of a pinhole system, but we assume the number of parameters is reduced to five for the slit component: f , d, m, φ and e u . These geometrical parameters were evaluated for a single slit-slat collimator with minification (SS min , M =0.25), with the same projection and calibration procedure described previously, and repeated for 100 noise realizations and three count levels.
For each collimator, PH mag , PH min and SS min , the set of geometric calibration parameters with highest deviation from the true parameters was identified from the two lower noise datasets, and used to reconstruct simulated data corresponding to a Derenzo hot-rod phantom. The diameter of the rods in the phantom were 7-12 mm. Reconstruction was also performed with the true calibration parameters. Profiles along x and y directions of the reconstructed images were obtained for each collimator and calibration case.
B. Measurements
Projection data were acquired for 30 angles covering 360 o with an INSERT prototype detector [7] of size 5×5 cm, a Mini-Slit-Slat (MSS) collimator [8] and four 99m Tc line sources placed on a rotating stage at different radial locations within the FoV: 69.00, 51.75, 34.50 and 17.25 mm from the centre of rotation (CoR) at 90 o intervals. The procedure was repeated for three distances from the collimator to the CoR: 165.00 mm, 106.78 mm, and 48.57 mm (Figure 2 ), adjusting the radial positions accordingly, in order to get different magnification factors. Model-based geometric calibration was performed as described in Figure 1 : raw projection data p are corrected for detector-shift and sensitivity, and rebinned with the Sino method [9] , according to given calibration parameters x; each curve is then fitted with a sine wave, and the fitted parameters used to estimate the corresponding source position; optimization of the calibration parameters is achieved by minimising the sum of the squared distances between true I and estimatedÎ source positions, with an extra term for the goodness of fit GoF of the sine waves.
III. RESULTS
A. Simulations
For each simulated collimator, Figure 3 shows the estimated geometrical calibration parameters. Comparing results for the two pinhole collimators, x 2 , x 3 and x 6 parameters show higher relative bias and SD for PH min than PH mag , while for x 1 the reverse is true. Comparing the estimates for the collimators with minification, SS min parameters show lower relative bias than PH min , but higher SD. For all the simulated collimators, SD is reduced for a higher number of counts, i.e. lower noise.
Taking the worst-case calibration scenario of each collimator at the two lower noise levels, Figure 4 shows profiles along the x and y direction of the reconstructed Derenzo phantom, together with profiles obtained with the correct calibration parameters. When reconstructed with incorrect compared to correct calibration parameters at the lowest noise level, profiles for the collimators with minification show marginally wider FWHM of the phantom rods and activity underestimation. When increasing the noise, the peak height decreases even more, especially for the SS min collimator. No visible difference is observed for the PH mag collimator at the two noise levels. Figure 5 shows the measured projection data, one Sinorebinned sinogram and the resulting optimisation plot for experiment 1 (at 165 mm distance). For the three experiments, Table II shows the focal length, radius of rotation (RoR), mean line source location errors estimated with the proposed geometric calibration framework and a plot of the source locations within the FoV. The mean error of the estimated line source positions improved with a higher magnification factor, for experiments 2 and 3 compared to 1.
B. Measurements
IV. DISCUSSION
A. Simulations
Comparing the PH min calibration parameter estimates to the ones from the PH mag collimator, the higher bias and SD observed suggests that calibration is less robust when minification is present. When calibrating the SS min collimator, the fact that only five parameters are estimated reduces the bias introduced by the minification, however precision is compromised at low counts. For all simulated collimators, the estimated parameters are more stable with higher counts, which corresponds to longer acquisitions.
At the lowest noise level, the profiles of the reconstructed images show that the deviation in the estimated calibration parameters result in small quantitative differences when minification is present, even for the SS min collimator, which has low-bias parameter estimates compared to the other collimator geometries. However, when noise increases, activity underestimation becomes problematic with the SS min collimator. 
B. Measurements
Results for the experimental data obtained with the prototype INSERT camera are in line with the ones from simulated data, although the mean error of the source positions are slightly higher for experiment 3 compared to 2. This is due to the fact that sine-fitting of Sino-rebinned projection data are difficult for the source closest to the CoR (flat curve). Regarding the focal length, the estimated values should have been the same across the three experiments, as they were performed with the same collimator. Therefore, the proposed model-based framework needs further improvement in order to properly calibrate the INSERT camera. 
V. CONCLUSION
Geometrical calibration of SPECT cameras is more sensitive to minification as opposed to magnification, and requires high precision estimation of the model parameters, in order to avoid deterioration in image quality.
